Pulsed laser ablation (266nm) was used to generate metal particles of Zn and Al alloys using femtosecond (150 fs) and nanosecond (4 ns) laser pulses with identical fluences of 50 J cm -2 . Characterization of particles and correlation with Inductively
Introduction
The aerosol size and size distributions are central topics in current laser ablation ICP-MS research. The particle size is a primary parameter that determines the entrainment, transport efficiency, composition, and decomposition of laser-ablated particles in the ICP [1] [2] [3] [4] [5] . To optimize particle size and the size distribution for laser ablation chemical analysis, it is necessary to identify and study particle growth mechanisms [6;7] . A schematic representation of particle formation from vapor is presented in figure 1 . At high temperatures (but below the material boiling temperature), primary particles are formed by nucleation followed by condensation. Afterwards, collision of primary liquid particles leads to coalescence and an increase in the primary size (collision-coalesce process). As the temperature decreases, coalescence ceases and colliding particles tend to form hard and soft agglomerates which can continue to grow by a cluster-cluster collision process [8] [9] [10] [11] . Experimental conditions in which any of these processes is favored will establish the final particle size and shape.
The characteristics of particles generated by laser ablation, namely, number density, composition, shape and size distribution are dependent on parameters such as those that influence the amount of ablated mass: laser power density, beam diameter and profile, wavelength, etc. Parameters that influence the plasma properties and evolution (gas environment, pressure, etc), and sample chemical and physical properties are important as well [2;4;5;12-14] .
It has been demonstrated that experimental conditions in laser ablation studies could be established in order to customize particle size and size distribution [15] [16] [17] . However one question that immediately emerges is; are ideal laser ablation conditions suitable for providing appropriately sized particles for ICP-MS analysis? Experimental conditions in which a particular size is generated could lead to conditions less than ideal for ICP-MS chemical analysis. For example, changes in the sample environment such as decreasing pressure inside the ablation chamber or even the use of vacuum has been shown to decrease the particle size [17] . But these environments prevent the transport of the ablated mass out of the ablation chamber and into the ICP-MS. Therefore compromise conditions (laser, environment and detection) that allow control of the particle size, efficient transport and subsequent analysis are necessary.
The ablation "behavior" of a sample can be described by three parameters, namely: ablation rate, particle size distribution, and particle chemistry. These parameters govern the ICP-MS signal in terms of accuracy, precision and sensitivity. The importance of controlling these parameters is observed for example, when using calibration curves for quantitative analysis. In many cases a calibration curve (ICP-MS signal versus concentration) would not be an accurate representation of the analyte behavior between samples unless the ICP-MS signal was normalized to the mass, the volume of mass ablated or an internal standard of known concentration. Even if the amount of mass or volume ablated was the same for different samples, there is no guarantee that the particle size, size distribution and overall "behavior" would be the same.
There have been many studies about particle size distributions reported using nanosecond and femtosecond laser ablation [1;3;12;18-23] . However, an ideal particle 4 size for LA-ICP-MS has not been established mainly due to inherent differences between instruments, experimental conditions, and samples. In many cases, as in this study, it is necessary to determine particle size and size distribution, and then examine how these particles affect the ICP-MS chemical analysis.
In the case of nanosecond laser ablation, it has been well documented [1] [2] [3] [4] [5] that the particle size and size distribution will strongly depend on the experimental conditions and sample properties. The primary thermal nature of nanosecond laser ablation can lead to formation of a molten layer, preferential vaporization of elements, and ejection of melted particles, in addition to particles formed from condensation. The ejection of molten mass leads to the formation of large particles (>200nm) [4;24] . Large particles (>200nm) that are successfully transported to the ICP may not be completely vaporized, which may result in elemental fractionation in the ICP [5;12] . The formation of these particles is primarily determined by the laser (energy, spot size, focusing conditions, etc.); as well as surface tension and fluid stability. Femtosecond laser ablation, on the other hand, can be predominantly non-thermal; the phonon relaxation time (heating) in a solid is of the order of ~100 fs to a few ps. With femtosecond-pulsed ablation, the irradiated volume can explode (Coulomb explosion) before the photon energy is dissipated as heat in the lattice; melting is reduced (reducing or eliminating melt ejection) and the ablation process could produce a more uniform aerosol compared to nanosecond laser ablation [25] . Improved chemical analysis precision and accuracy by reducing systematic errors related to the particle size distribution and resultant spikes in the transient signal as well as a relaxation of matrix dependence has been shown for the analysis of glass and metal alloy samples when using femtosecond laser pulses [26] [27] [28] [29] [30] .
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The goal of this work was to characterize particles produced by UV-nanosecond and UV-femtosecond laser ablation for three series of alloy standard reference materials and pure Zn, by measuring particle size distributions, crater volumes, crater profiles, and establishing correlations with ICP-MS performance.
A set of useful definitions for this paper is based on the morphological properties of the particles: Primary particles are defined as the smallest identifiable individual particles. Hard agglomerates are assemblies of primary particles held together by strong bonds, probably ionic/covalent in nature. Soft agglomerates are assemblies of primary particles or hard agglomerates held together by weak bonds which may be due to van der Waals forces or ionic/covalent bonds operating over very small contact areas [9;31] , cf (figure 1).
Experimental
The experimental system and conditions are shown in figure 2. The experimental setup included a femtosecond laser system consisting of a Spectra Physics Mai Tai Ti:sapphire seed laser and Spitfire regenerative amplifier. The 150 fs pulses at 800 nm were frequency tripled to obtain the 266-nm wavelength. The fourth harmonic of the Nd:YAG laser was used for the nanosecond (4 ns) ablation studies. An ICP-MS (VG PQ3 from VG Elemental) was used to chemically analyze the ablated mass and a DMA (Differential Mobility Analyzer) was used for the particle size measurement.
Laser ablation occurred in an argon environment under atmospheric pressure; the flow rate of the argon in the chamber was 1.25 L/min. The same laser energy and spot size was used (same fluence) for both laser systems. For the particle size distribution measurements, a flow switch was installed before the inlet to the DMA to ensure the 6 working flow rate of 0.3 L/min; the rest of the flow was discarded through a filter. The differential mobility analyzer (DMA) with air under atmospheric pressure can measure particle diameter from 10 nm to 850 nm. However in argon, arc discharging occurred at voltages lower than the design value in air and reduced the maximum measured particle size from 850 nm to ~ 400 nm. In addition, the measurement process requires a scanning time of at least 1 minute for each data acquisition. However, the size of laser-ablated particles may change with time as a crater is developed. Therefore, to get a uniform particle generation during the measurement, the samples were translated at a constant speed during ablation (10 μm/sec) to eliminate the effects of changing crater shape on particle size; this was confirmed by preliminary ICP-MS measurements that showed steady signal under these conditions. A white light interferometer microscope (Zygo-New (https://srmors.nist.gov/).
Results and discussion

Particle size measurements
Most particle size distribution functions can be described using the following parameters: number density, particle diameter and span.
Number density: when using the differential mobility analyzer (DMA) system the primary measurement is the differential number concentration (dN) of the aerosol per unit volume of gas sampled,, which is the concentration of particles in a given channel. The DMA system is sensitive to the number of particles in the aerosol sample as opposed to [32] .
During these experiments, each sample was ablated at 6 different surface locations, which resulted in six particle size distribution measurements. The average of these six particle size measurements was calculated and is presented in figure 3 . The error bars represent the standard deviation of this average.
Number density: In figure 3a-d, significant differences in the number density of particles was measured in the 10-400 nm range by using femtosecond compared to 8 nanosecond laser ablation. The larger number density of particles from femtosecond laser ablation originates from a higher ablation rate (more ablated mass hence more particles). and NIST1711 96%(fs) -15%(ns). These results indicate that for fs-laser ablation, essentially all ablated mass was in suitable form to be transported to and measured by the DMA. Similar levels of transport efficiency were recently reported for NIR-fs laser ablation of brass in helium [33] . In this paper, the lower limit of transport efficiency (independent of the cell used) was reported to be about 77%. This efficiency was calculated after: weighing the sample before and after ablation with a microbalance, collecting the particles by low-pressure impaction, and evaluation of the impacted masses by x-ray fluoresce spectroscopy (XRF).
To account for the missing volume, especially for nanosecond laser ablation, is not an easy task. However, it can be assumed that some of the missing volume went to the material deposited around the crater (rim or volume above the surface), and some went to large particles that were not transported to or were not measured by the DMA (>400nm).
The breadth of the distributions in terms of particle size (Span) shows no significant difference between nanosecond and femtosecond laser ablation. The calculated spans for all the samples particle size distribution functions yield an average of 1.6 for nanosecond laser ablation and 1.7 for femtosecond laser ablation.
Particle diameter: Comparison of the median particle size (median particle size represents the value in which the distribution function is split in half, 50% of the particles are above and below this value) shows that nanosecond laser ablation produced smaller particles than femtosecond laser ablation (cf. figure 3 ). This observation is consistent for all the samples within and between the different series of alloy standards and pure zinc.
An apparent contradiction to the general assumption that femtosecond laser ablation generates smaller particles compared to nanosecond laser ablation is notable [28] . One explanation could be provided by evidence that nanosecond laser ablation produces a bimodal distribution in which there is a maximum at particle size range of 10-200 nm and another at larger particle sizes (>600 nm) [15] . Since particles size measurements, in this study, are only been carry out for particles between the range of 10-400nm (due to DMA limitations), it is plausible to assume that the majority of mass ablated by nanosecond laser pulses were particles >600nm. From this point of view, femtosecond laser ablation is producing a larger number of particles in the range of 10-400nm, which are better suited for ICP-MS.
Another uncertainty derives from the fact that the method used for measuring the particle size distribution assumes spherical shape of the particles [32] . However, this is not always the case and deviation of the spherical shape leads to discrepancies in the size determined (over-or underestimation). For DMA measurements, the electrical mobility agglomerates. From these images, it is reasonable to speculate that DMA measurements are more reliable for particles generated by the femtosecond laser due to their spherical shape. Moreover, femtosecond laser ablation particles in the SEM images are in concordance with the DMA particle size distributions. However, even though for femtosecond laser ablation most of the produced particles were transported and measured by the DMA, an overestimation of the size cannot be completely ruled out, due to the appearance of soft agglomerates in these images.
Studies of particle formation by flame aerosol reactors [8] [9] [10] [11] show that the particle size strongly depends on: the precursor concentration [affects number of collisions (atoms and clusters) at early times, which will affect the size of the primary particles]. A high maximum flame temperature accelerates reaction kinetics and prolongs particle coalescence, promoting the formation of larger primary particles. High cooling rate prevents coalescence, resulting in smaller primary particle sizes. Long residence times prolong particle coalescence, thereby increasing the primary particle size. By controlling these parameters, researchers can customize the particle size in a flame. Experimental conditions in a flame aerosol reactor may be "easier" to control than in a laser ablation experiment. Nonetheless, parameters such as the amount of ablated mass and cooling rate are expected to play similar roles in laser ablation experiments. In laser ablation, as in flame aerosol reactors, a larger amount of precursor (amount of ablated mass) will increase vapor density and number of atomic collisions at early times, thus increasing the primary particle size. However, even though the effect of cooling rate in the particle formation and growth is not completely understood for laser ablation, it is safe to assume that a faster plasma cooling rate will influence the volume of material melted and the production of particles from the molten layer. Femtosecond laser induced plasma temperature and electron number density decrease faster in the first 250 ns after the laser pulse interacts with the sample compared to nanosecond induced plasmas [34] . Even though femtosecond laser ablation generated a larger amount of ablated mass compared to nanosecond laser ablation under the conditions in this study, the contribution of particles from the melted layer by nanosecond laser ablation appears to be significant for all analyzed samples. In addition to the mentioned parameters that have an effect on the mechanisms of particle formation, it was recently reported by Koch et al [35] , that when using NIR-ns-LA, predominantly larger particles were formed in the present of argon compared to helium. They attributed these observations to the increased collisions frequency between particles product of the dynamic expansion patterns. In contrast for NIR-fs-LA, these dynamic expansion patterns were chaotic and consisted in multiple branches independent of the background gas, producing smaller particles and agglomerates compared to NIR-ns-LA. A close observation of the particles in figures 5 and 6 shows, that in addition to large agglomeration of particles some individual particles were as large as micrometers in size, suggesting that they have been ejected from the melted surface instead of being condensed from the ablated plasma vapor.
The sizes of particles (primary and hard agglomerates) from nanosecond ablation ranged widely from several tens to thousands of nanometers. The large particles (primary and soft agglomerates) from femtosecond ablation have a different structure. They were neck-shaped (Zn) or perfectly spherical particles (NIST 1711) and soft agglomerates 14 formed from several small particles. These small particles seem ranged from 10 to 50 nanometers (unresolved particles on the SEM images 6 g-h), which are positioned next to each other reaching dimensions of several micrometers. There were fewer single large droplets compared to those observed with nanosecond ablation, suggesting that melting and ejection of molten mass was less prominent. This data confirmed that nanosecond pulsed ablation produces larger particles compared to femtosecond pulsed laser ablation as was also showed by Koch et al [35] for NIR-ns and NIR-fs-LA.
The different particle shapes and sizes between the studied samples cannot directly be explained by chemical composition, due to the complexity of some of the samples. However, a trend was observed when plotting the number concentration, dN/dlogDp (normalized to the maximum value) for: a) nanosecond and b) femtosecond of 20% ns and 2% fs, and 12 times for 27 Al in NIST 1711 with TRSD of 23% ns and 3% 16 fs. As showed earlier, the total size variation measured with the nanosecond laser is a range of about 2:1, whereas the same ratio for femtosecond laser ablation is about 1.5:1.
And even though, these ratios do not appear to be that remarkably different, when introducing these aerosols into the ICP-MS these small differences become significant when comparing ns to fs-LA.
A clear trend indicating advantages of femtosecond over nanosecond laser ablation for the ablation of metallic samples was observed for all measurements performed in this study; the net ablated volume from the crater profile measurements indicates that more mass was removed from the sample with femtosecond laser pulses with less thermal damage (heat affected zone and rim formation). The total concentration of particles normalized by volume demonstrates that a greater number of particles with suitable sizes to be transported and measured by the DMA was produced by femtosecond laser ablation (table 5) , and the ratio of the ICP-MS integrated signal demonstrated that more mass from femtosecond laser ablation reached and was digested by the ICP compared to nanosecond laser ablation (table 4) . The ratio of the integrated signal to volume net (table 4) could be used as a measure of the overall improved efficiency by femtosecond compared to nanosecond laser ablation; for these samples it was shown that there is an improvement of 10, 2.5, and 1.7 times for Zn, NIST 627, and NIST 1711, respectively.
The discussion in this study is focused specifically on metallic samples and the results cannot be generalized to other materials even using the same laser conditions. In general, significant differences in material properties such as the absorption coefficient, thermal diffusivity, etc. could generate completely different ablation behavior. A study of glass samples under the same condition used in this paper is presented in a follow-up paper.
Summary
Metal particles produced by nanosecond and femtosecond laser ablation at a fluence of 50 J cm -2 in argon were different in size and morphology. Particles produced by nanosecond laser ablation mainly consisted of primary particles with irregular shape and hard agglomerates (without internal voids). Particles produced by femtosecond laser ablation consisted of spherical primary particles and soft agglomerates formed from numerous small particles. There were fewer single large droplets formed by femtosecond laser ablation compared with those observed with nanosecond ablation. Melting and ejection of molten mass was less prominent with femtosecond ablation.
Crater net volume showed that a larger amount of mass from the metallic samples was ablated using femtosecond laser compared to nanosecond laser ablation.
Furthermore, comparison between the calculated volume from the crater and total particle concentration normalized by volume from the DMA demonstrated that most of the ablated mass using femtosecond laser ablation reached the DMA while there was a large amount of mass unaccounted for from the nanosecond craters.
The larger amount of mass ablated from the samples with the femtosecond laser pulses from these metallic samples, as in a flame aerosol reactor (with high precursor concentration), could increase the number of atomic collisions at early times, promoting the increase of the primary particle size. However, the contribution of large particles from melted layer ejection becomes an important factor in the overall aerosol quality when using nanosecond laser ablation (as observed in the SEM images) causing more mass to deposit around the craters, reduction in transport efficiency, reduction in ICP-MS signal, and increasing signal fluctuations (%TRSD).
Acknowledgement
We would like to thank Sotiris E. Pratsinis, for his helpful advice on aerosol Table 4  Table 4 Particle   -1  0  1  2  3  4  5  6  86  88  90  92  94  96  98  100   0   10   20   1  0  1  2  3  4  5  6  86  88  90  92  94  96  98  100 % Al Calibration graphs for both series of standards using the nanosecond and femtosecond laser. Zn-ns 66 Zn-fs Figure 10 
List of tables
List of Figures
